1 Slide Tape under patient’s 2
neck with “SIDE UP”

label showin
g -a— Peel off backing

/ Non-stick tabs

3 Non-stick 4
_a-tabs

/ Tear tape

Non-stick tabs

Tape above upper lip

5

Wrap around
tube

Secure here

Repeat steps 2 through 5 on other side When finished, the Marpac ET Tape should look like this.
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